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ag trace scattering constant
Be rotational constant, cm™!?
By rotational constant in a vibrational state, cm™!
c velocity of light, cm/sec
De rotational constant, cm”!
Dy rotational constant, cm™!
E energy, joules
AE quantized energy change, joules
§ F(J) rotational term, cm™!
: G(v) vibrational term, cm~!
: 83 spin degenerscy factor
h Plancks' consw-ant, joule - sec
I radiation intensity, photons/sec
. J rotational quantum number
; L scaettering volume length, cm
é N photon flux, sec™!
z’ Npg time rate of photoelectric events, sec™!
§ n nunber density, cm~3
g Qe photccathode quantum efficlency
/ Sy rotational line strength factor
Sy vibrational band strength factor
T temperature, °K
Ty *ransmission coefficient
v vibraticnal quantum number :
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rotational constant, cm™!

rotational constant, cm™!

2 Av frequency shift, cm™!
3 c optical efficiency
A waveleng*h, X
u wave number, cm”!
o scattering cross section, cm?/particle-sr
Q solid angle of collection optics, sr
We vibrational constant, cm™!
WeXe vibrational constant, cm~!
WoY¥e vibrational constant, cm™!
Subscripts
i incident value; integer label
o original value
J rotational state i
v maxi@um A(A)) value; spectrometer wavelength i
setting 3
v vibrational state ;
A Wavzlength ) ;
Rot, r rotational energy mcde
vib vibrational energy mode %
opt optical property ;
STAND standard §
Superscripts %
Q Q-branch
5 3-branch i
0 O-branch
!
x )
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SECTION I
INTRODUCTION

Arc-heated wind tunnels are being used in the testing

associated with the development of present and future high speed

flight vehicles. However, diagnostic techniques for measuring
the basic flow properties in such high temperature test

facilities ave lacking. Therefore, development of adequate flow

calibration method: -5 needed to provide accurate analysis of
the arc-heated air plasma flow test environment which is being
used to simulate free-flight conditions. For this high energy
flow situation, the wind tunnel calibration should include the
determination of the free stream translational, rotational,
vibrational and electronic temperatures to ascertain the
degree of thermodynamic equilibrium in the test gas. Also,
the molecular number densities of the major, and some important
minor, gas species present should be determined in order to
establish the chemical state of the effluent. Further, a
measure of the flow impurities such as copper electrode vapor
should be cbtained.

Pitot probes and heat-flux probes have been used tc
determine the entnalpy distribution across the test section.!
These standard pressure and temperature probes cannot be used
to determine unambiguously the free stream gas properties ahead
of the bow shock wave which stands in front of the probes.

Therefore, it is generally accepted that spectroscopic techniques,

which do not interfere with the flow, must be employed to
determine the critical thermo-chemical information. Of the
various spectroscopic methods, electron beam-induced emission
techniques?®3 have been used tc obtain vibrational and
rotational temperatures of nitrogen and nitrogen number density
in low density (generally pressures less than about two torr)
arc-heated flows. Absorption, chemiluminescence continuum
emission and resonance scattering methods“s® have also been
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applied to arc-tunnel diagnostics in order to ascertain the
properties of various heteronuclear mclecules of interest.
Finally, free-bound continuum emission® and copper line emission"
techniques for determining the static temperature of +he test
gas have been attempted. All of the spectroscopic techniques
mentioned can yield information about some properties of certain
constituents in the plasma flow. However, none is generally
applicable for performing a complete and accurate calibration

of the more important molecular constituents of the arc-heated
effluent over a wide density range. Other spectroscopic methods
must be investigated to obtain the required calibration using a
single measuring technique. Urtz? suggested that the chemical
and thermodynamic state of the molecular species in a plasma
could be determined by utilizing the laser Raman scattering (LRS)
technique. Here, through spectroanalysis of the light

scattered by plasma constituents, poirt measurements of
important high temperature test gas parameters can be determined.
Several Raman scattering experiments concerning application of
this spectroscopic technique to low-temperature gasdynamic

flows have been reported.®:? To date, however, no known

attempt has been made to utilize LRS in an arc-tunnel flow
analysis.

In the present report, the feasibility of using LRS in arc-
tunnel flow diagnostics is investigated. Theoretical
computations which demonstrate that ‘the technique can be used
to measure the rotational and vibrationzal temperatures and the
number density of the major arc-flow constituents are presented.
Experimental data which demounstrate that LRS can be applied
specifically to flow calibration in the Reeniry Nose Tip (RENT)
ar:~-heated gas cdynamic facility at the Air Force Flight Dynamics
Laboratory, Wright-Patterson Air Force Base, are also presented.
A general discussion of the Raman effect and the problems
involved with making such spectroscopic measurements in arc-~
tunnel flows is also presented.
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The present experiments in the RENT facility were exploratory
in nature and were aimed primarily at determining the feasibility
of such measurements. The data were obtained in a "piggyback"
arrangement which limited the quantity of usefui information
which could be obtained throughout the investigation; the
instrumentation design and instzallation had to be accomplished
in a manner so as not to interfere with the normal test program
being carried out in the RENT facility. In the preliminary
study, mostly molecular nitrogen data were obtained and,
therefore, this particular flow constituent is emphasized in
the following text.
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SECTION II
LASER RAMAN SPECTROSCOPY OF HIGH TEMPERATURE AiR

1. GENERAL DISCUSSION

In 1928, Ramanl? observed that when certain molecules were
irradiated with monnchromatic light of frequency vy the scattered
light contained not only the incident light frequency (i.e.,
Ravleigh scattering) but also several shifted frequencies vg-vy,
Vo=~V2, and others. vg+v; and vg+v,. It was noted that vy and v
were frequencies which were characteristic of the scattering
molecuie. This frequency shift phenomenon became kinown as the
Raman effect. The radiation shifted toward lower frequencies is
called "Stokes" radiation and the weaker radiation at higher
frequencies "anti-Stokes." Since its discovery, the Raman

4 i s AT AL 45 ottt B A AP Srmmad Tkt b har Wt w8 4 Bt ad

scattering effect has been examined for many different molecules
and has been an important tool used by rhysicists for studying
molecular structure at known densities and temperatures.
Investigators considered it an experimental method complementary
to the well known absorption techniques used in previous molecular
studies. Until recently, the aerodynamicist had little concern
for the Raman effect because the very low scattering intensities

Tk 9 AN e

available when using early monochromatic light sources implied !
excessive measurement times. Also, in the past there was little
need for such a powerful diagnostic device since standard probes
could analyze the thermodynamic state of a non-reacting perfect

gas flow.

However, two events have altered the picture considerably.
The advent of space exploration with the concomitant atmospheric
reentry problems created a need for high temperature chemicaliy-
reacting flow analysis, and the development of modern high-
intensity laser sources provided the Raman intensities required
for on-line spectroscopic analysis. The method in which the
Raman effect can be used by the aerodynamicist to analyze the
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chemical and thermodynamic state of high tempcrature plasma
flows is presented below.

2. BASIC DESCRIPTION OF THE RAMAN LFFECT

Raman phenomena can be explained by considering the
molecule-photon interaction from the standpoint of conservation
of energy. The incident photon at frequency voem™! and energy
Eg * hevg interacts with the molecule having energy Ep. This
inelastic interacticn produces a scattered photon of a different
energy, ERaman * RtVRamans at a shifted frequency Vraman. The
energy differential is accounted for through a gain or loss of
energy by the molecule. Since the molecular energy is quantized,
only discreet amounts of energy may be exchanged in the inter-

action. Hence the molecule must have an energy El after the
interaction which differs from its initial energy by a specified
amount AEpqot-yipe This energy differential is a known function
of the bound energy states of the particular scattering molecule.
Thz photon energies (i.e., frequencies)} observed in Raman
scattering must then correspond to the photon energy of the
incident radiation shifted by an amount which is characteristic
of the scattering molecule. The amount of frequency shift is
given by

AE
rot-vib
Vo * VRaman * he (1)

At first there seems to be a4 myriad of possibilities for
the scattered photon frequencies due to the many possible
molecular vibrational energy states, denoted by quantum
number v, «ach having many associated rotational energy levels,
denoted by the quantum number J. However, there are selection
rules which govern molecular energy transitions which can occur
between various energy levels. The selection rules for a
diatomic molecule undergoing Raman transitions are
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Av = 0,*1 (for vibrational tvransitions) {2)

and

AJ = 0,2 (for rotational transitions) {3)

These selection rules limit the number of allowed frequency
shifts tremendously. However, in this study even fewer
transitions will be investigated since only the Av=+1 transitions
will be considered. These transitions given rise to the so-
called Stokes vibrational Raman effect.

A molecular energy potential diagram and the corresponding
Raman frequency spectrum is shown in Fig. 1. Only the v=0
to v=1 vibrational transition is shown, including several
possible AJ rotaticnal transitions. The J=0 to J=0 transition
gives rise to a frequency which belongs to the Q-branch of
the rotation-vibration spectrum. The J=0 to J=2 and J=2 to J=0
transitions result in S- and O-branch frequency shifts,
respectively. The cross section for AJ=0 Q-branch transitions
i3 considered to be one order of magnitude greater than those
of the AJ=t2 0 and S satellite branches. Also, the line spacing
of Q-branch lines is approximately one order of magnitude
smaller than for the 0- and S-branch lines. The broader line
spacing of the 0- and S-branches implies that few of the lines
will add to the satellite branch convolution with narrow slit
functions, while a large portion of the Q-branch will contribute.
Hence, 0- and S-branch transitions can often be omitted in the
unresolved spectral intensity calculations. However, for broad
apparatus functions, more satellite lines will contribute to
the unresolved spectrum and their contribution cannot be
negliected.

Even with the restrictions in Eqs (2) and (3), many
transitions are still possible. This becomes evident, for
example, when considering the Stokes Q-branch v=0 to v=1
vibrational transition, where the J=1 to J=1, J=2 to J=2, etc.
rotational transitions can occur as well as the Jel tn J=0
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transition shown in Fig. 1. Due to small differences in
rotational energy level spacing, the resulting frequencies are
quite close but distinguishable. Also, v=1 to v=2, v=2 to v=3,
etc. vibrational transitions can occur with all the AJ=0
transitions included in each Av=1 vibrational transition. The
various vibrational transitions are easily distinguished due
to molecular anharmonicity. Hence, 1000-2000 Raman Q-branch
transitions may be considered in the analysis of the Stokes
rotation-vibration spectrum. Inclusion of AJ=:2 transitions
increases the number threefold.

The nomenclature used in this text to identify Raman
transitions and spectral features will be as follows:

a. Various branches will be identified by their specific
transition vy + v, as (vy,vp). Hence, the v=0 to v=1 Q-branch
transitions are identified as the (0,1) Q-branch.

E. Within a specific branch the rotational lines are
identified by the rotational quantum number of the initial
E state involved in the transition. For example, the J=2 to J=0
trancition is labeled O-branch J=2 rotational line,

c. Branches are sometimes referred to as vibrational bands.

3. ROTATION-VIBRATION LINE INTENSITIES

Smekalll predicted the Raman effect in 1923 and since that ;
time the theory of Raman scattcring has become well developed
from both the gquantum mechanical and the semi-classical
viewpoints.!2513 Hence, only the results of the detailed
theoretical investigations will be presented in this report.

The total number of observed Raman photons/second, resulting
from a particular Stokes rotation-vibration transition is

given by
NV,J = NiXV’JOv’JQZn (u)

where Nj is the number of incident photons/second, £ is the
optically observed length of the laser beam in centimeters, Q is

—— ——— o B p—
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the solid angle of the collection optiecs in steradians, n is the
number of molecules per cubic cm in the gas sample and Yy _j is
related to the fraction of molecules in energy state Ey ;. The
symbol Oy j is the scattering cross section (i.e., em? /particle~-sr)
or transition probability for the particular v + v+1, J + J, J*2
transition and ic written as

Cov, 3 " K(\’0"'A\’v,.]’)“3Jsv (5)

where K is a constant which can be theoretically estimated and
experimentally measured. The frequency shift avy g of the
Raman line is given byl%

,Q = Av - - 2 y2
Axv,J A\V aeJ(J+l) BeJ (J+1)

wvhere J = 0,1,2,+++ for Q-branch 1lines,

0 - In - Y + 3
av, 3 = v, [Dv+l DV}J +[6nv+1.2nv]3

R ~12 2
+[nv+1 B, 1-Dv+1+nv]J

s ot i b K bt b i eSS

- [33‘1+1+BV—121>V+1] J+2B_, 14D .

(€)

where J = 2,3,4,+++ for O-branch satellite lines,

A SIS e s

S . - - y_ - 3
vy ;o= ko, [-Dv+l DV]J [101)V+l ZDV]J
+[B...~-B_-37D_..+D_}J2
[ v+l v v+1 v_]

+ [SBV+1~BV—60DV+1]J+6BV+1-36DV_’_1

ot e e 3 e < T Y

where J = 0,1,2,¢++ for S-branch lines, and

= - 2
Avv w, Zmexe(v+1)+meye(3v +6v+13/4)
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The rotation-vibration coupling constants By, Byyy, D5 Dysp

-

in Eq (6) are written as

By = Bg-ae(k+1/2)

(7)
Dy = De+Be(k+1/2)

In Eqs (6) and (7) above, w., Wax, and w,ye are vibrational
constants and o,, Be, B, and P are rotational constants of tane
scattering molecule. The values of the above parameters used
in the calculations reported in this text were taken from
Ret 14. The symbol g; in Eq (5) is the spin degeneracy factor,
which depends on whether J is an even or odd integer, and Sy,
the vibrational band-strength factor, is given by
Sy = v+l (8)
From Eq (8), it .can be seen that a v=1 to v=2 transiticn has a
probability of occurring twice that of the v=0 to v=1. For a
Boltzmann population distribution X, j is a function of the
vibrationral temperature T, and the rotational temperature Ty oOf
the scattering molecule and is written

CLLAGF(T) | 1.446(v)
y ) SJe T, e Ty
v, J ot Uib

where the state sums
t Qro and Qvib are given as

t

_ 1.44F() (9)
Q.. = };_‘, (2J+1)e T,
_ 1.446(v)
Qyib =; e Ty
9
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The functions ¥{J) and G(v) which appear in Eq (9) are written as

T

= r L 2 2
¥(J) BVJ(.H-,.) D,J (J+1)

for the O-branch, and

i

|

"

!

i

f z

3 i

: ang (10) i

. |

- Y = -1 -t e 2 3 §

3 G(v) me(V?-IZ) meae(v+1/2) +meye(v+1/2) i

3 ;

E In BEq (9 35- is the line strength factor, which is given by 3

3 Q J(J+1) (23+1) |
Y = 2 < s 00

87 = a(2341) + TSy 70,12 !

{

H

for the g-branch, and ;

o _3(-1J .. |

Y3 7 Ee-n TR (11) 3,

i

!

;

S _ 3(J+1) (J+2)
3 2(23%3)

Jwl,1,2000

for the S~branch.

arheay

In Eq (11), ap is the so-called trace-scattering constant,

which was assumed to have a value of 4.7 in the computations
discussed next.

Using the above equaticns, the tempsrature dependence of the
Q-branch Raman rotation-vibrational lines of molecular nitrogen
was calculated for illustrative purposss. The results for
the even rctational lines at T, = T, = 300°K and 1000°K are
plotted in Fig. 2. The shift in the rotational intensity pezk
within a given rotation-vibration Band as the temperaturs

O 2000 Ak A SR T ¢ M P LA Ry fa 2

increases is ncted, This so-czlled "biue shift" is due to the
increase in population of the upper rotational states with
incregsing rotation temperature. Also, the appearance at about
3654 A of the (1,2) Q-branch at 1000°K is evigent. These upper

5
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state Raman transitions appear in the spectrum due to the increase
in the population of the upper vibrational states with increasing

vibrational temperature.

The above equations and calculations show that the Raman
line irtensities are functions of number density, rotational
temperature, vibrational temperature and various molecular
censtants.  Further, Raman frequency shifts are uniquely
dependent on the scattering molecule. Hence, a measurement
of the frequency spectrum can yield an identification of the
moiecules which are present in the test sample. Also, the
concentration of each constituent and the rotational and
vibrational temperatures of ecach molecular species can be
determined from a spectral intensity analysis.

4. COMPUTATION OF THEORETICAL RAMAN SPECTRA

In practice, a spectrum such as that shown in Fig. 2 would
be difficult to obtain due to the high resolution required to
give individual line intensities and due to the overlap of
rotational lines ¢f adjaceni Q~branches. Hence, unresolved
spectra will normally be obtained experimentally. To compute
the unresolved spectral intensity, the Raman line intensities
given above must be convoluted with the apparatus function of
the measuring instrument. The apparatus function, with a peak
transmission Ap, may be scanned through the spectrum. The
unrssolved spectral intensity Nlp at wavelengths 15 is given by

AX = AP—AV,J (12)

where

h -.__.._:.l_'.g..g—
‘v,J Vo-AVv’J

[
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Here, A(A)) is the apparatus function and Ny j and dvy j are

the Raman line intensities and frequency shifts; respectively,

given by the detailed equations in the previocus section. By

varying Ap through the region of the Raman lines, the unresolved

spectral scau can be determined theoretically using & digital

computer program to perform the straightforward but tedious

computations. An example of such a calculation for molecular

nitrogen at a constant number density and temperatures of 300°K

and 3000°K is shown in Fig. 3. A 1 Z—wide trapezoidal apparatus

function was assumed, and only Q-branch transitions were

included in the computations. Note that individual rotational ,
lines are not detectable since the apparatus function is wide f
enough to include many lines at once. However, the various
Q-branches are able to be resolved with this particular

; apparatus function. Also, note the vast difference in the

spectra at the twc temperatures shown in Fig. 3. At 300°K the
Raman spectrum is limited to a narrow region of the total spectrum
while at 3000°K a much broader wavelength interval is covered. i

Since most early Raman work was done at rcom temperature
or below, the term Raman "line" was adopted, since the Raman
spectrum looked like a "line" (e.g., see Fig. 3). However, ‘
approximately 20 actual rotational lines make up the Q-branch
sprectrum at room temperature, as shown in Fig. 2, and, thevefore,

the term "line" is incorrect. At higher temperatures, where
other Q-branches appear due to upper level vibrational
transitions, the term "line" becomes meaningless as wall as !

¢t

incorrect. Therefore, a better term would be Raman "rotation-
vibration spectrum" or just "Raman spectrum,! which has been
adopted in this text. Even more specifically, at 300°K the
prominent Ramar. spectrum would be correctly referred to by
calling it the Raman "(0,.) Q-branch.”

The apparatus function used in the calculation plotted in
Fig. 3 was quite narrow for the spectral analyzer uvsed in this

study. Ther:fore, a more realistic triangular apparatus function

12
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having a half-width of 23 Z was used to compute the unresolved
Raman spectrum. A plot of these results is shown in Fig. 4 for
various nitrogen temperatures and for thermodynamic equilibrium
conditions (i.e., T=Ty=Ty). Only AJ=0 transitions were used in
the computations. Note that the various Q-branches are not
resolved for this relatively broad apparatus function, yet the

spectral intensity profile is quite sensitive to gas temperatures
above 1000°K.

5. DETERMINATION OF CHEMICAL AND THERMODYNAMIC STATE OF AIR

R T R L e 1)

a. Rotational Temperature

For a particular Av=1l transition (i.e., (0,1) Q-branch),
Eq (4) can be written

Q v, A 4
No.3 i (vo- Vo3| Si8s .- 1.4TF(J) (15
Yo, 0 | (Yo®V0,0)| So%0 r

Thus, the relative line intensity distribution in a given
Q-branch is a function only of the rotational temperature of the
gas. This can be readily observed in Figs. 2 and 3, where the
| wavelength of peak intensity in the (0,1} Q-branch has shifted
' toward the blue end of the spectrum at the higher temperature
condition. Also, note that the asymmetry of the spectral
profile is quite different for the elevated temperature case.
Thus, by curve fittirg the spectral profile oi the (0,1)
Q-branch and/or any other branch, the rotational temperature of

the gas can be obtained from the rotation-vibration spectrum.
Since the branches must be resolved, the narrower apparatus
function, such as that used in Fig. 3, must be used in order

to obtain information on the rotational state of the scatisring
molecuies.

13




b. Vibrational Temperature

Summing Eq (4) over the rotational quantum number J will
result in the following expression

¥ Q@ [v.-av \' 1.44G(V)
v - o v S e ™ (14)
N v -Av ve ‘v '
0 0 0
whers
- - 2
Avv W, Zwexe(v+1)+meye(3v +6v+13/4) (18)

Hence, the relative integwated intensity of the Q-branch is
indicative of the vibrational state of the gas. In other words,
the shape of each branch is a function of the rotational
temperature, but the relative intensity of the various branches
is dependent only on the vibrational temperature of the
scattering molecules. It must be pointed out that, in general,
accurate integrated Q-branch intensities are difficult to

obtain due to the overlap of the various branches. Thus,

Eq (1%) cannot be used in most cases to calculate the vibrational
temperature from the unresolved spectrum. Instead, curve fitting
techriiques must be employed to obtain the vibrational temperature
of the gas. Note that both of the above spectral analysis
wmiethods require only relative intensity measurements; no

absolute intensities are needed.

For equilibrium conditions (i.e., Ty=Ty=T), a curve
fit of the entire spectral intensity profile can be used to
obtain the gas temperature. Either narrow or broad apparatus
functions can be used. However, if thermodynamic nonequilibrium
is suspected, a separate curve fit must be made of one or more
O-branches to determine the rotational temperatures independently
of +thz vibrational state of the gas. Then, the vibrational
temperature can be determined from a curve fit of the entire
rotation-vibration spectrum. The rotational temperature of the
gas can be used as data for this calculation. Note, that
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narrow apparatus functions must be used for the nonequilibrium
case in order to determine independently the rotational and
vibrational states of the test gas.

c. Number Density

A cursory examination of Eq (4) might imply that the
Raman spectrum could be used directly to evaluate the number
density of a gas under varying temperature conditions. This
is not true since Raman line intensities are dependent upon
temperature and number densities simultaneously. This coupling
of number densities and temperature is common to all
spectroscopic techniques and arises from temperature effecte

on the population distribution of the various energy modes.

The coupling effect can be readily demonstrated by considering

the spectral plot shown in Fig. 3, where constant number density

was assumed in the calculations. Note that if the 10,1) Q-branch

peak intensity were to be used to compute number density at 3000°K
without making correction for temperature effects, the calculated |
values, compared to room conditions, would be in error by a
factor of 3. Hence, the gas temperature must be known in order
to outain the correct number density of any of the species in
the test gas. For nonequilibrium conditions, the temperatures
of the vibrational and rotational modes must be obtained in

order to correct for temperature dependence. The temperature
effects on number density measurement can be minimized under
certain circumstances. Note that by using a broader apparatus
function, as shown in Fig. 4, the resulting nitrogen Raman
spectrum is nearly temperatnre independent at 3663 X. Hence,

by choosing proper experimental conditions the need for

G em v - Am——t— A

temperature corrections can be eliminated if a certain amount

of calculable error is tolerable. In this case, the intensity
o

of the nitrogen Raman spectrum at 3663 A is nearly directly

proportional to the number density of nitrogen for the particular
apparatus function used in the calculations. Varying the shape )

“s o

of the apparatus function will change the optimum wavelength and

also the error estimates.

i5

ot st D aBEAY S W




S e T B N
S R R AR T R R T OO R s AL PR P RS G A

To determine the number density of the constituents
of high temperature air, the measurement of absolute spectral
intensities is not required. Those difficult absolute
measurements may be avoided through the application of a
calibration point which is the known com™ sition and number
density of room air existing before and/or after the high
temperature test condition. Also, the number density of any
species whiclh is present only in the test environment can be
determined by ratioing its intensity value to a room
temperature constituent such as nitrogen. This is an attractive
feature of the Raman scattering diagnostic method over other
spectroscopic techniques which require either absolute intensity
measurements or complex calibration procedures.

d. Consideration of Exploratory Measurements in RENT

Thermodynamic equilibrium was expected in the RENT
Facility due to the high number density and static temperature
of the gas. Hence, a broad apparatus function could be
employed to provide spectral profiles similar o those shown
in Fig. 4. These profiles could then be analyzed to determine
the static temperature and species concentrations of the gases
in the arc-heated flow environment. However, due to time
limitations, the entire intensity vs wavelength spectrum could
not be obtained. Therefore, a two-intensity technique was
adopted instead. Figure 4 shows the two wavelength possibilities
(3645 A and 3663 X) in the Raman spectrum of nitrogen for the
particular triangular apparatus function used. Note that the
intensity at 3645 Z is quite sensitive to the gas temperature,
above 1000°K. As mentioned above, the intensity of the Raman
spectrum at 3663 Z is nearly independent of temperature and is so
assumed. Various ratios of these gwo intensitiﬁs are plotted in
Fig. 5. Above 1000°K, the I(36u45 A) to I(3663 A) ratio can be
used to determine the gas temperature to an accuracy approximately
equal to the accuracy obtained in the intensity ratio measurement.

16
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Figure 5 also verifies that the intensity at 3663 A can be used
to measure nitrogen number density directly without correcting
for temperature. Hence,

o
D ny.
; N2 I("_53R)300< NZ)STAND

The above equation holds to within an 2cceptablz error through-
out the temperature range of interest. In Eq (16) ny, and

3 (nN,) gpayp are the unknown and standard pumber dgnsities of
nitrogen ir particles/cm3. The value of I(3663 A)j3g¢ is

;‘ obtained from a pre- and post-run calibration using room

? : temperature air as mentioned above. The number density and

é ’ temperature of other gases could be obtained in a similar

i i manner.

o —

Figure 6 shows a digital computer calculation of the
entire Stokes Raman rotation-vibration spectrum bf air at room
temperature and at the density conditions expected in the arc-

4 - -

tunnel test flow. These computationg,werefﬁéi?;rmed for the

actual apparatus function of a Jarreli-Ash 1/4-meter

spectrometer having 500-uym slits. Ncte that the spectra of the
; various gases are quite distinct and only slightly overlappad.
Evaluation of the tunnel spectral data using the above methods
will, therefore, yield the thermodynamiz and chemical state of
the major constituents in the arc-neated plasma.
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SECTION III
THE ARC-TUNNEL ENVIRONMENT

1. GENERAL DISCUSSICN OF MEASUREMENT PROBLEMS

Flow diagnostics in the arc~tunnel envircnment present many
serious experimental difficulties for the spectroscopist and
aerodynamicist. Hence, relatively little has been learmed about
these high temperature chemically reacting flows. Furthermcre,
each test facility is somewhat unique and eggry»effdft to over-
come the specific individual pro@;ems~aﬁ&";ake flow measurements in
these facilities is impqntanffxiin the following text, the general
problems w%}}fbe aiscussed and possible solutions suggested.

—

~ “"Several experimental difficulties are common tc all arc-
tunnel flow environments, while others are unique to the
particular facility. The degree to which each may hinder
spectroscopic measurements differs from case to case. The arc
which is used to heat the test gas requires high electrical
currents and voltages. Fluctuations in these quantities induce
eclectrostatic and magnetic fields which can affect electronic
inst»uments and electric signals. Also, these fields may
critically affect the photomultiplier tubes used in spectro-
scopic data acquisition. Hence, the electrical environment of
all arc tunnels can hinder spectral measurements. To minimize
these possible induced fiesld effects, electrostatic and
magnetic shielding of electronic instruments should be used,
especially if they are in close proximity to the arc. Also,
double shielded signal cables will reduce some of these unwanted
effects. Finally, a mu-metal shield for the photomultiplier
tube is recommended.

The high effluent and electrode temperatures, which are
common to arc tunnels, also create several possible light
absorption problems. The chemical constituents of high
temperature air include nitrogen dioxide NO,, and NO, nitric

18
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oxide. Also, the large amounts of water cooling required for
the electrodes present the ﬁoésibi}iﬁy~cf‘water vapor, H,9,
contamination of the flow due to leaks or residual amounts from
previous heater failures. These heteronuclear molecules will
absorb in various regiocns of the spectrum. This absorption can

"interfere with spectroscopic measurements and little can be

done about this except to try to avoid working in those regions
of the spectrum where flow absorption is a problem. Of course,
absorption spzactroscopy is itself a technique which can be
applied tc gas analysis of heteronuclear molecules such as NO.

-For a discussion of some of the difficulties in making absorption

measurements in arc-tunnel flows, the reader should consult

Ref 4. Due to errosion and evaporation of the electrodes in
arc-heated facilities, metal particle and metal vapor absorption
can also occur. This type of absorption is broad-banded

(i.e., it covers a large portion of the spectrum), so nothing
can be done to avoid it. If absorption is not negligible,

the spectroscopic data must be corrected to account for this
adverse effect. It is possible for electrode material absorption
and/or molecular absorption to nearly obscure the spectral data
sought; therefore, the experiment should be designed to minimize
and/or correct for possivle absorption.

Due to the critical arc-heater cooling requiremeénts and
high electrical power consumption, run times may be quite short
in typical arc-tunnel facilities. This presents a practical
problem of cbtaining the desired spectral intensity versus
wavelength scans if the photoelectric signal is weak and some
time must be spent gathering data at any given wavelength.
Instrumentation which is extremely sensitive and can count the
photons per second in the light signal is presently available
and will be discussed later; however, the time required to make
spectral scan measurements is excessive. Some new experimental
instrumentation advances which allow spectral data to be obtained
in much shorter times are Beginning to appear on the market

19




and others are in the development stage. Hence, the data
acquisition preblem of some arc~heated facilities may be
sclved soon.

Another problem inherent in some arc facilities is acoustic
noise and its corresponding deleterious vibration effects on
experimental apparatus. The vibration of the optical components
as well as electronic instruments can present serious irctlams
to the spectroscopist. Acoustical insulation and vibration
mounting must be employed in the design of the spectroscopic
measuring device if acoustic noise is a problem.

2.  FLOW RADIATION

One of the most difficult problems in arc-flow diagnostics
is that of electromagnetic radiation coming from the hot flow.
This emission can obscure the spectral signal of interest,
especially if the signal is relatively weak. For example, the
strong radiation from the test jet flow of the WPAFB Flight
Dynamics Laboratory 50-Megawatt RENT Facility is clearly
evident in the photograph presented in Fig. 7. Details of the
flow emission spectra from various sources which are present
in this and other arc-heated facilities are presented below.

One source of flow radiation is chemiluminescence which
comes from tha chemical reaction of NO with O to form NO,.
An excited moiecular complex is assumed to be created in the
reaction process which results in a continuum radiation being
emitted during the completion of the reaction. A plot of

radiation intensity versus wavelength which was optained by
Mastrup* is shown in Fig. 8. This continuum flow emission
covers a wide range of the spectrum, from blue to near-infrared,
and is, therefore, difficult to avoid. Also plotted in Tig. 8
are the laser exciting line and Raman Stokes and anti-Stokes
spectral regions for the nitrogen, argon and ruby laser sources
(represented by the horizontal lines). It is seen that the
choice of the ultraviolet pulsed nitrogen laser for LRS

20
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application would completely avoid the chemiluminescence
problem. However, Raman scattering experiments utilizing the
ruby and argon ion laser would have to contend with this
background flow radiation. Other sources of unwanted radiation
from the arc-heated effluent are the NO band radiation at
wavelengths less than 3000 Z and the scattering of arc-radiation
by electrode material in the flow. The scattered light
originates in the stagnation region and passes through the
nozzle throat. This so-called "flashlight effect" extends

from about 3200 R to the near infrared and consists of molecular
band radiation, free-free and free-bound continuum radiation
and atomic line emissions. The particle scattered radiation of
the "flashlight" effect cannot be avoided through the choice

of laser so it must be overcome by some other approach, if it
is notv negligible. Another important source of background
radiation comes from spontaneous emission by excited atoms of
copper and silver electrode material which are present as an
impurity in the flow. Estimates of the relative intensity of
various copper emission lines* and a silver doublet are shown
in Fig. 9. The strongest lines are located near 3200 A and
5000 Z. The 3200 Z doublet are copper resonance lines. The
nitrogen, argon and ruby laser exciting wavelengths and Raman
regions are also plotted in Fig. 9. Note that only the ruby
Stokes region is overlapped by strong copper lines. Since
these emissions result from atomic transitions, they occupy
narrow regions of the spectrum and are usually not difficult

to avoid. However, several exceptions exist. The resonance
lines can be pressure broadened, which will widen their spectral
region of influence. Also, intense radiation from these lines,
or any other source for that matter, can show up as scattered
light inside the spectroscopic measuring equipment, thus
presenting a problem.

The pressure and temperature environment, as well as the
arc power of each arc-tunnel, will dictate which of the above

21
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radiation sources will dominate the emission spectrum of a
particular facility. Thus, a prerequisite to obtaining
particular spectroscopic data should be an iavestigation of the
flow emission speetrum. JIn the case of Raman spectroscopy the
choice of a laser source can be made so as to avoid the worst
background noise problem areas. Chopped CW or pulsed lasers of
narrow pulse half-width should be used in conjunction with
lock-in or gating techniques in order to recover the signal from
flow background emission. In other words, experimental ingenuity
must be used to solve flow radiation problems.
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SECTION IV ;
EXPERIMENTAL TECHNIQUES IN ARC-TUNNEL DIAGNOSTICS 3

1.  GENERAL DISCUSSION

The present experimental studies were conducted in the
Air Force Flight Dynamics Laboratory Reentry Nose Tip (RENT)
Arc-Heated Wind Tunnel at Wright-Patterson Air Force Base.
The facility consists of a high pressure, high power arc-~heater;
settling chamber; convergent-divergent nozzle; ambient
atmosphere boundary, free jet, test region; flow collector device;
and a gas cooling and scrubbing system. The arc-neater operates
at 1l00-atmospheres pressure, heating up to 8 lbm/sec of air to
stagnation enthalpies near 6000 BTU/1bm. This requires the use
of electrical power approaching 37 megawatts. The air plasma is
expanded from a 0.900-inch throat to Mach 1.8 at the 1.i-inch
nozzle exit. Equilibrium flow calculations show that the number |
density of the nitrogen at the exit is approximately equivalent
to that of rrom air; the nozzle exit pressure is about 18
atmospheres and the static temperature calculated to be near
3600°K. By adjusting the swirl of tne air into the heater,
either a peaked or flat enthalpy profile across the test jet
can be obtained. The ratio between the centerline and

intermediate plateaus of the heating rate is approximately 2:1
for the peaked profile case.

W W - o -

Since the RENT nozzle exhausts intc the ambient atmosphere,
acoustic noise and its inherent induced vibrations were a
particular provblem. Sound levels near 110 db were recorded
with a microphone located near the nozzle exhaust. Also, the
entire facility is located inside the converging nozzle entrance
section of the cld Flight Dynamics Laboratory 10-Foot Transonic
Wind Tunnel, so non-acoustic mechanical vibraticn was also
present. Further, the size and structure of the room which
houses the RENT Facility, along with thes auxiliary arc heater
equipment in the room, seriously limited the space available for
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optical diagnostic instrumentation purposee. Also, because of

the non-interference "piggyback" nature of the present Raman

gas diagnostic experiments, the instrumentation configuraticn
developed as a matter of necessity rather than optimum design.
An overall view of the facility is shown in Fig. 10, where the
light paths from the laser to the test section and from the test
section to the spectrometer are indicated. Further details
concerning the cyerating conditions of the arc-heater caa be i
found in Ref 15.

2. RAMAN SCATTERING SYSTEM DESIGN

The laser Raman scattering instrumentation has several .
basic components (see Fig. 11). A monochromatic laser source is
the heart of the system. An optical focusing system is needed i
to transfer and focus the laser beam into a specific test area.
A means to monitor the laser power and determine if any of the
laser beam is absorbed by the test gas is alsc needed,
especially in arc-tunnel work. Receiver optics are required to
collect the Raman scattered photons and focus them onto the slit
of the spectral analyzer. The scattering volume observed is
located at the intersection of the optical path of the receiver ;
optics and the focused beam. The scattering volume dimensions
are determincd by the cross sectional area of the focused beam
and the length of the focused beam covered by the receiver g
optics. This region defines the volume of gas which is to be
analyzed by the Raman diagnostic technique. i

An analyzer, usually a monochromator, is needed to

. e semmenn 1A

determine the spectral intensity and wavelength composition of
the Raman scattered photons. Finally, a photomultiplier tube
and its associated electronic equipment are necessary to convert
the Raman light intensities into usable electrical signals which
can be processed and reccrded. In arc-tunnel experiments, as ‘
stressed eariier, some means must also be devised to reduce the i
effect of the large amount of undesired flow radiation which is
also collected by the receiver optics. |
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The choice of particular components for an LRS system is
based upon selecting the proper experimental parameters, found
in the following general Raman scattering equation (i.e., a form
of Eq (%)} for obtaining a usable signal

Npg = NiO'nQZQe CopthexT;\Ram o

Npg = rate of Raman photoelectrons being detected, sec™!
Ni{ = rate of incident laser photons, sec~!

n = aumber density of scatteving particies, cm—3

0 = total Raman scattering cross section, culsr-!
per particle '

£ = scattering volume length, cm
§i = s0lid angle of receiver optics, sr
Qe = vhotomultiplier tube quantum efficiency

total optical system efficiency

Tlex = plasus transnission factor at the laser wavelength

TARam = piasma transnissiocn factor at the Raman scattered
wavalength

As the above equation suggests; a photon counting system was the
measuremert technique used in this study since it provides the
maximum sensitivity in low 1light level applications. Each term
in the sbove equation will be further defined in the follcwing

discuscion of the system components. i
- . {
a. Laser Selection

There are a number of direct and several indirect
factors which enter into the selection of the laser to be used.
A large average laser power, which implies a large incident
photon flux Ny, is directly required in order to maximize Npg,
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the detected fiux. Also, the laser wavelength should be chosen
so as to avoid any large absorption factors. However, indirectly.
the laser choice influences the scattering cross section and the
photomultiplier quantum efficiency due to the wavelength
dependence of these parameters. The cross section ¢ varies as

the fourth power of exciting frequency, and, therefore, biue

laser light will be scattered more readily than red. Also, the
highest quantum efficiencies available in contemporary photc-
multiplier tubes are in the blue region of +the spectrum.

Another subtle effect of the laser choice is that due tc
the polarization properties of the laser source which result in
angular variations in scattering intensity for differeant planes
of polarization. For 90° scattering, which was used in the
present study, only one component of unpolarized light is most
1seful in producing Raman scattering; i.e., that component which
is perpendicular to the plane of observation. Hence, approximately
one~half of an unpolarized laser photon “lux is useless in
producing detectable Raman photons for 90° scattering.

Finally, the laser beam quality, which does not appear
directly in Eq (17), has an important bearing on the laser
choice. Beam quality here refers to the capability of focusing
the beam into a very small cross-sectional area. This criterion
enters into the formulation because Eq (17) tacitly assumes
that laser photons which are scattered and then collected by
the optics are all focused into the spectrometer slit. However,
if the image of the laser scattering volume width on the slit is
larger than the slit itself due to poor beam quality, signal
intensity losses will occur. Further, widening the slit to
accommodate the laser beam width is sometimes not possible due
to restraints on spectral resolution.

For arc-tunn.l diagnostics utiiizing LRS, several
other criteria also should be considered. Pulsed lasers having
nonosecond pulse widths, when coupled with electronic gating
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techniques, can provide a means to reduce greatly the flow

radiation since

Time Between Laser Pulses ;
Laser Pulse Width (18)

Moise Reduction =

Reduction factors of 10® and greater are attainable through the
use of a number of commercially available iasers. Hence, the
optimum laser source for the present arc-tunnel diagnostics
would be a higi sowered blue, puised laser havirg monochromatic
emissien which is polarized and having a focused beam diameter
which is nearly diffraction limited.

b. Focus and Collection Optics

The focusing and collection optics enter directly into
Eq (17; through €5p¢, the total optical efficiency. The
efficiency of each optical component should be as near to 1.0
as possible to avoid cumulative effectc zince

€ope = TE; (19)

where €; is the effiziency of any single optical component.
Hence, material chcices and coatings should be selected to
maximize the efficiency at the laser or Raman wavelengths,
depending upon the particular u.e of the optical item. The
performance of the collection optics enters directly into the
photoelectron flux calculations through the collection solid
angle 2, which is measured in steradians and defined as

2
G = %(%) (20)

where R is the distance of the collector lens of diameter D
from a point source of light. Equation (20) is approximately
correct when R > 2D. The optical f/-number f/No of a lens is
defined as
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o focal length - R
£/No diameter D (21)
Substituting in Eq (20) gives
o= -r!— .__-]-'..—-—

Hence, the collection optiecs £/No is an important design
paraseter in the Raman experimental setup since the measured
photoelectron flux varies inversely as the square of this
quantity.

The focusing and image forming capabilities of the
optical receiver system are indirectly coupled intc Eq (17)
since the scattered light must be imaged through the slit as
mentioned above in the discussion of laser beam quality. Hence,
poor beam quality can be partially overcome by good receiver
focusing and optical reduction in the scattering volume size.
~uis optical reduction will decrease the £/No somewhat if a
igger lens is not used to compensate for the larger distance
from the scattering region. Finally, polarization effects must
be considered here since certain optical components are
polarization sensitive under particular experimental conditions.

fe! Laser Power Monitor

The laser power is monitored to provide several
important parameters in the flux equation. The number of
incident >hotons N: must be known to compute Npg. Also during
an arc-tunnel test, any change in laser power between the time
of calibration and the time of the measurement must be determined
to correct the spectral intensity measurements for power drift
effects. Besides drifts in laser power, absorption of laser
and Raman photons by the flow must be evaluated in order to
correct for the absorption effects given by Trex 34 Tagan
in Eq (17).
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The methods used to measure laser power during an arc-
tunnel test can vary tremendously, but several features will be

common to most experimental ~etups. Some photoelectric device
must be used to convert the laser photon flux into an electrical
signal. An analog output from the associated electronics of
this component must be obtained in a time coincident with the
spectral intensity measurenents. Several precautions should be
taken in the experimental design and use of this item. For
example, saturation of the photoelectric device may be checked
by measuring the output linearity of the monitoring system
against changes in input light intensity. Also, the plasma flow
rdadiation sgain enters into consideration since this background
radiation will also be detected by the power monitoring photo-
electric device. Suitable narrow band pass filters which

reject all but the laser line wavelength may be employed. Also,
gating techniques may be required if filtering does not
adequately reduce the undesired flow emission signal.

d. Spectrometer and Associated Filtering

The spectral analyzer (i.e., spectrometer) must be able
to obtain Raman intensity versus wavelength measurements. In
this study it is required to perform this spectral analysis
under the usual conditions of interference from Rayleigh
scattered light at the laser frequency and flow background
radiation which also enters the spectrometer slit and reflects
around the inside of the instrument. Further, since the £/No
of the receiver optical system is dependent upon the £/No's
of the various components, the spectrometer f/No should be as
small as practicable for Raman work. To meet these particular
requirements special Raman spectrometers have been commercially
produced. Some incorporate tandem single spectrometers
(i.e., double spectrometers) to prevent internally reflected
light at other than Raman wavelengths from reaching the photo-
multiplier tube and masking the weak Raman signal. Also, most
Raman spectrometers Lave large optical components in order to
obtain small instrument f/-numbers.

29

P NS




<

it

1 :K“‘\!Mi T

AT AT sne

B R d

L TR P W AR Y

- % . . I S
b g-%. (R L R T % >

The choice of spectrometer depends upon the particular
Raman application. The instrument spectral bandpass (i.e.,
apparatus function half-width) is directly proportional to the
physical slit width. If the slit width choice is dependent upon
laser beam quality., focus and/or imaging optiecs, as mentioned
above, then the spectrometer choice and utilization may be
altered to obtain the proper apparatus function. That is, the
instrument focal length, grating size and number of grooves per
millimeter, as well as the spectral order can be picked to
provide the proper bandpass at moderately large slit widths.

The choice of spectrometer enters directly into the
measured photoelectron flux calculations of Eq (17) through
€opt since the instrument transmission has a wavelength
dependency. A choice of grating blaze angle to coincide with
the proper spectral order to be used will maximize the
instrument efficiency in the Raman region of the spectrum.
Again, polarization effects must be considered since a signifi-
cant difference in intensity, depending upon the orientation
of the plane of polarization with respect to the surfaces
of the optical coumponents and grating grooves in the instrumenc,
can be obtained.

It ~as tacitly assumed that the optical f/No remains
constant across the length of the beam which is «¢f<erved by
the optics and spectrometer combination. The length is chosen,
of ~curse, by altering the spectrometer slit heights, which
parallel the beam length image; preferably the solid angle of
the iight entering the slit should match the angle of the light
from the slit to the collimating mirror. Also, since vignetting
lusses can occur if large beam lengths are observed, the optical
design must be checked so that the on-axis f/No is preserved
for fin‘t:z beam length images.’® These off-axis light losses
effectively reduce the true length of the observed beam.
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Spectral filters can be used in conjunction with
spectrometers to assist in removing ‘he unwanted internally
r2flected light. This can be accomplished by absorbing or
otherwise interfering with the wavelengths other than those ’
in the Raman region of the spectrum to keep them from entering :
the spectrometer and/or by similarly blocking the light at the
photomultiplier tube. The latter is sometimes better since
: unwanted fluorescence can occur in filtering devices which are
! exposed to large light fluxes. Hence, careful choice of a
spectrometer and associated collection cptics, filtering components,
and experimental geometry may further optimize the Raman scatter-
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ing system.
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e. Photomultiplier Tube

The choice of a photomultiplier tube (PMT) is somewhat
related to the laser choice, since the quantum efficiency Qe
which appears in Eq (17) is highly sensitive to waveleng¢h and
the PMT cathode material. Another important criterion in PMT
choice is the response time of the tube. This is usually no
praoblem for the tube itself, but care must be taker so that the .
tube circuit design does not limit the overall response tiy:
since photon counting at high photon fluxes requires very short
PMT response time. Also, the PMT operation at high gain, which
is necessary for many photon counting applications, tube
saturation must be avoided. TFinally, PMT's are somewhat
polarization dependent, so this fact should also be considered.

Hence, judicious choice of a PMT and tube circuit design for a
particular laser selection will maximize photoelectron flux
measurement sensitivity and tend to optimize the performance
capability of the instrument system.

ML e
*
t

f. Electronics - Single Photoelectron Counting

The elactronic system for making Raman scattering
measurements in arc-tunnel environments must be designed with
the specific intention of measuring weak Raman radiation in the i
presence of the very strong flow background emission. To '
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accomplish this, the electronic instruments must be capable

of being gated to the half-width of the laser pulse, which is
typically in the 1l0-nanosecond time range. Also the system must
be capable of accommodating and measuring Raman photoelectric
events of perhaps 50 Hz or less among as many as 107 photo-
electrons per second produced by continucus radiation from flow
emission. A system capable of performing this seemingly
impossible task is discussed in Refs 17 and 18 and is treated
brielfly in the following section.

g. The RENT Raman Instrumentation

A schematic diagram of the LRS instrumentation used
for the present arc-tunnel measurements is shown in Fig. 11;
physical lccations of some of the components may also be seen
in Fig. 10. The light source was a Model C102 Avco Pulsed
Nitrogen Laser, which produced l0-nanosecond half-wilth,
100-kilowatt pulses at a variable rate up to 100 ulses per
second and delivered a maximum average power of 0.1 watt. The
unpolarized ultraviolet laser output was at a wavelength of
3371 Z with an output bandwidth of 1 Z. The beam quality was
poor since the raw beam had a rectangular cross section with
initial dimensions of 1/8" x 1-3/8" and the beam divergence was
quite large. When focusing the beam, two images formed across
the sinallest dimension, resulting from the laser cavity electrode
configuration. Defocusing the image produced the best beam
quality; however, the defocused beam width was not diffraction
limited. Also, the laser output was not strictly monochromatic
due to the spontaneous emission of nitrogen. The polarization,
beam quality and spontareous emission deficiencies of the N2
laser source were offset by its high average power in the ultra-
violet and its narrow pulse width. Also, Figs. 8 and 9 show
that the choice of the Ny ultraviolet laser largely avoided
regions of strong flow background emission in arc-heated air
flows. Further, in this wavelength region no significant
absorption of incident ox» Raman radiation was expected by
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the gas flow censtituents, except pcssibly by NO, in the
mixing regions at the edges of the tunnel hot air jet.

The remaining system design considerations were aimed
at minimizing scme undesirable features of the laser choice.
For example, as shown in Fig. 11, a filter may be used in front
of the laser to block unwanted radiation from the K, spontaneous
E emission in order to obtain a more nesarliy monochromatic source.
- A : The transmission of the filter was 51% at the laser frequency
and 0.05% at 3577 2, which is the location of the strongest
emission band. This blockage becomes critical in Raman
scattering experiments in oxygen since at 3577 X the N, (0,1)
band emission zould interfere with the Raman 0, (0,i) Q-branch
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radiation near 3558 A,

The laser had to be located 26 feet from and downstream
of the measurement point as shown in Fig. 10 in order not to
interfere with the high priority RENT tests. Hence, a somewhat
complex and non-optimum "transfer and focus" optical system had
to be employed. The system consisted of a flat mirror, shown
being adjusted in Fig. 10, which reflected the laser beam into
a 6-foot focal length spherical mirror. The focused light from
the spherical mirror gave an image size of about 2 mm x 1.3 cm
at the tunnel centerline just downstream of the nozzle exit.
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The intensity of the laser source was monitored by an
RCA 1F28 Phototube after the beam had passed through the tunnel
flow region in order to determine if any of the incident beam
- radiation had been absorbed by the test gas. A narrow band-
pass filter, centered at 3371 Z and located in front of the
1P28 phototube, insured that affects of flow radiation would be
reduced. The phototube output pulses were fed to a PAR Model 160
Box Car Integrator, which was triggered by synchronous pulses
from the laser trigger generator. Integrator gate times of
30 nanoseconds were employed to provide a laser beam pulse height
analysis while rejecting steady state background radiation by
a factor of 3 x 10°. The analog output of the gated integrator
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was then plotted versus time during a tunnel run. Linearity of

the system was checked by inserting various neutral density
filiters into the beam path and recording the integrator output

voltage change. The elimination of flow radiatizn affects was

confirmed through measurements made by the monitoring system

before, during, and after a tunnel run.

Raman photons scattered vertically upwards were
reflected 90° by & mirror which, based on RENT facility non-
interfera:.ce corsideratiuns, was positioned on an I-beam 58 inches

above tha test section. The photons were then collected by a
u-inph diameter £/23 collector lens (see Fig. 10) located
82 inciies from the scattering volume, all of which resulted in

a poor colluct »n efficiency. However, the optical reduction

of the scatteri. - volume was such that the pocor quality 2-mm
beam width was reduced to 500 um when imaged on to the
spectrometer slit. This image size matched the slit width.
Thus, a €raction of the Raman intensity lost due to the small

solid angle of the collection optics was recovered by a decrease
of the poor beam quality effects.

A iow wavelength pass filter was placed in front
of the spectrometer slit. The purpose of this filter was to
block radiation of wavelengths higher than the Raman region in
order to reduce ccattered light problems arising inside the
spectrometer. Corning Glass Filter No. C57-51 was used in
this experiment. The No. 51 filter passes 78% of the light in
the Raman Stokes region and has good blockage properties between
4300 X and 6600 Z. Beyond 6500 Z the RCA 8850 PMT, which was
used in conjuncrion with the spectrometer, has a negligible
spectral response, and so adecuate blockage of all radiation
above 4300 R was accomplished using this filter-PMT combination.
A second filter labeled DDDP in Fig. 1l was employed in front
of the photomultiplier tube to block scattered light at, and
below, the laser wavelength. This liquid filter has the
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[+
property of essentially complete isotropic absorption at 3371 A
[+]
but nearly complete transparency at wavelengths of 3500 A and
longer.!7

The spectral analyzer used in the present experiment
was a 1l/u4-Meter Jarrell-Ash Ebert Scanning Spectrometer. It
was operated in the first order with 500 um slits and a 1180
grooves/mm grating bilazed at 3000 Z, giving a spectral band-
pass of approximately 19 Z. The £/3.5 aperture ratio of the
instrument provided good light gathering capabilities. Also,
the small size and light weight of the spectrometer made it
quite suitable as a practical measuring device for the present
wind tunnel diagnostics study.

The basic Jarreli-Ash instrument was altered to enable
remote selection of several fixed wavelengths within the Raman
spectral region. This was accomplished by rlacing mechanical
stope on a pulley attached to the wavelength drive screw of the
spectrometer. Remote rotation of the wavelength drive was then
accomplished with a Selsyn transmitter-receiver combination.
Ine stops contacted either side of a retractable plunger, which
provided a fixed wavelength choice for both clockwise and
counterclockwise pulley sctaticn. Remote retraction of the
plunger by a lineay solenoid enabled other pairs of stops to be
used, so that more than two known wavelengths could be remotely
selected by using the "Selsyn" in conjunction with the solenoid.

Several drawbacks of the l/4-meter instrument should be
noted. The wavelength dial could be visually set to an accuracy
of only 2 Z in the first order. Linear interpolation had to be
used for wavelength settings between the 2 R dial rulings.
Hence, a careful calibration was required to enable accurate
wavelergth selection at the mechanical stops. Also, the
internal scattered light properties of the instrument were poor.
However, the use of a broad slit width, which implies a broad
apparatus function, reduced the effects of wavelength setting
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inaccuracy and, as mentioned above, the application of filters
reduced the significance of the scattered light problems.

The spectrometer apparatus function A(AA) of the
present instrument configuration is shown in Fig. 12. It was
obtained by taking an average of the spectral profiles of four
mercury lines from a low pressure Pen-Ray lamp source. The Hg
lines were assumed to be delta functions, so the apparatus
function could be obtained directly from the PMT output plot.

A Keithly picoammeter was used as the output measuring device.
Note +hat the curve fit of A(A)), which is necessary for the
calculation of theoretical Raman profiles, is in the form

Y = locox + cl}(:Z + oo cka (23)

where k=16 gave the best fit of the profile data. A regular
polynomial fit cannot be used directly for spectrometer apparatus
functions due to the shape of the wings of the profile. The
ability of Eq (23) to fit A(AA) is obvious from Fig. 13, where
the log [A(AA)] versus AX is shown to plot in a polynomial form.
The erratic behavior of the log-curve fit near the wing tips
resulted from the curve fitting process itself and was avoided
by restricting AA to values within the well behaved regions of
the fit.

An RCA 8850 Quantacon Photomultiplier Tube was employed
to convert the spectrally analyzed photon f£lux into a photo-
electric pulse having a half-width approximately equal to the
laser pulse half-width of 10 nanoseconds. This signal pulse
was then fed into, and analyzed by, an electronic network, Due
to the narrow pulse width requirements, the dynode chain and
plate circuitry was designed to operate the tube in the fast
pulse response mode. Rise times of 2 nanoseconds were expecied.
The RCA 8850 PMT was selected because of its high gain and
expected excellent quantum efficiency of 30% in the Raman Stokes
wavelength region. The tube was operated at 1950 volts, which
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resulted in a high quality >ulse amplificetion of 107 through §
the dynode chain. This amplifization was necessary toc produce
signal pulses which could be recognized by the pulse
discrimination electronics.

[

The pulse analysis system shown in the block diagram
of Fig. 11 consisted of a combination of off-the-shelf ORTEC
Nuclear Instrumentation Modules (NIM) and was designated as
the SPEC (Single Photoelectron Counting) System in Fig. 11.

The purpose of the system was to recognize and count laser
Raman scattered photoelectrons from among those produced by PMT
thermioni~ emission or continuous flow background radiation.
The SPEC electronics system was quite similar to ordinrary
photon counting instrumentation except that it was designed

for use with fast pulsed lasers. Here, fast is in the sense
that existing photon counting equipment could not distinguish
multipie photoelectric events during the short laser pulse
lifetime. Hence, the SPEC system works on what might be called
the 1-0 principle. That is, each incident laser pulse must
produce either only cne photoelectron event or none at all at
the PMT cathode. The 1-0 principle is applicable only in the
low Raman intensity regime, which was expected in the src-
tunnel experimerts. The single photoszlizctron counting
electronics were chosen to provide gating capabilities (i.e.,
puice resolution) of the order of 10 nanoseconds while handling
an input count rate of up to 20 MHz. Hence, the system was
capable of reducing the dark current and flow background

emission by a factor of 106.

The heart of the SPEC system is the ORTEC Model No. 447
Time~%to-Pulse~-Height Converter. The laser trigger synchronous
timing pulse started the time-to-rtlse-height converter, and
the scattered Raman photoelectron pulse stopped the instrument.
This cenverter transformed the time elapsed between the ;
"start" and "stop" inputs into a proportional analog output
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voltage between 0 and 10 volts. If no "stop" pulse arrived
during the gate time of 50 nanoseconds, the instrument was reset
(i.e., readied for another start pulse) and no output pulse was
produced. Hence, the capability of detecting Raman photo-
electreons with 50-nanosecond resolution was accomplished with
this instrument alone, provided the proper input pulses were
received and the timing could be :idjusted to insure that the
Raman pulse arrived within the gate time. This timing, as well
as pulse conditioning, was performed by several other of the
SPEC instruments. An Ortec Model l'o. 454 Timing Filter
Amplifier amplified the pulse signal by a factor of 200 in
preparation for subsequent processing. A differential time
constant of 10 nancseconds was employed to insure up to 20-MHz
pulse handling capability. The output of the timing filter
amplifier was fed into an Ortec Model No. 436, 100-MHiz
Discriminatocr. This instrument was adjusted to reject amplifier
noise and photoelectric pulszes originating within the dynode
chain rather than at the cathode. All the pulses above the
discrimination level were converted to standard fast logic
pulses. Since remote operation of the equipment was required
during che arc tunnel testing, the Ortec No. 454 and No. 436
instruments were located near the photomultiplier tube in order
to avoid any difficulties whi<t could be encountered due to long
cable transmissions, while the remainder of the instruments were
located in a less hazardous and more remote area. Thus, a
100-foot cable was required to transmit output pulses from the
No. 436 instrument to the "stop" input of the No. 447 instrument.

The laser also was located in the test area, as
described above, so ancther 100-foot cable was required to
transfer the synchronous timing pulse necessary fecr selection of
only laser scattered photons. Since the laser timing pulse was
not suitable for feeding directly into the "start" input of
the No. 447 instrument, an Orrec Model No. 416A Gate and Delay

Generator was employed for pulse conditioning. The No. U416A
instrument produced a standard fast logic pulse for each input
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pulse from the laser trigger generator. The time betweer the
arrival of the laser trigger pulse and the Raman pulse was of
the order of 1 microsecond. Hence, the No. 416A was aiso
employed to delay the starting of the No. 447 by producing the
"start" pulse at the proper time after the synchronous timing
pulse had arrived.

The ccmbination of instrumentation described above
enabled discrimination of Raman from other photoelectrons to
within 50 nanoseconds. In order to improve further the pulse
resolution of the SPEC system, an Ortec Model No. 406A Single
Channel Analyzer (SCA) was connected to the output of the No. 4h7.
The upper and lower discriminator levels on the SCA were set
such that only start-stop combpinations which resulted in the
proper amplitude range would produce standard pulses at the
output of the SCA. Hence, l0-nanosecond gate times were
attainable using the SCA in combina*ion with the time-to-pulse-
height converter. Finally, the standard pulses produced by the
SCA were counted by an Ortec Model No. 443 Rate Meter. The
analog output of the rate meter was then plotted versus time on

an X-Y recorder.

In a pre-RENT test trial, the ability of the SPEC
electronics to drastically reduce the continuous background
radiation was checked by exposing tiie PMT to various arbitrary
light signals of zbout the same intensity as expected from
flow radiation du2ing the arc-tunnel tests. The trigger
generator was pulsed at 100-Hz, and a 100-nanoseccnd gate time
was employed, which implied a noise reduction factor of 10°5.
The anode current was measured with a picoammeter. The anode
count rate and the rate meter reduced count rate were alco
recorded. However, due to the count rate limits of the rate
meter, only a2 limited amount of anode count rate data was
obtained. The experimental results are shown in Fig. 14. Note
that, indeed, the expected reduction of background signal was
achieved and the electronic gating method was validated. The
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linea.,ity of the data also demonstrates that the system was
capable of properly handling the higher count rates which were
expected to be encountereu in the arc-tunnel test environment.

The RENT Raman instprumentation svstem as described above
yields the following values for system parameters which were
used to calculate the expected count rate Npe from N; Raman
scattering in room air:

=
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5
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Parameter Value Assumed Explanation

N; 2.4%10!¢ photons/sec This value correspoands to
| the horizontally polarized
perticon of the total 75-mw
measured average power after
double reflection and focus-
! ing. The laseyr repetition
rate was 100 pps.

atabat Lyt

i

| o 2x10-30 cm2/particle-sr Value from Ref 1S and
corrected for wavelength
| variation.

b | n 1.86x101% particles/cm® Nitrogen number density in
room air; expected to in-
crease slightly during test.

Q 1.4x10-3 steradians Solid angle for £/23 optiecs.
% 2.

cm Measured field of view of
receiver optics,

)
(]

¥

€ 0.05 Total measured transmission
factor cf collection and, y
analvsis optics at 3650 A:
Collector mirror 0.70
Glass collector lens .78
Spectrumeter 0.10
e DDDP filter 0.87

A it Ny (VS
S iu.:; S

i
et

E Qe 0.2 Actual quantum efficiency of
RCA 8850 PMT photocathode.

- Ta_.oTa 1 This transmission factor

: ex Kam . e

E: will vary somewhat for run
49 conditions.
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Substituting the above values into Eq (17) showed that
Npe=30 counts/sec was to be expected in the RENT tests. Although
the design value seems low, it is noted that no more than
50 counts/sec could be reliably obtained using the present
100..pps laser because the 1-0 principle would be violated as the
count rate increased above 5C.
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SECTION Vv
DISCUSSION OF RESULTS

1. ROOM TEMPERATURE DATA

Raman scattering data at ambient ccnditions were obtained
in the laboratory environment at ARL and in the arc facility .
itself. The optical f/-number, spectral slit width, and
electronic gate values used were typical of the arc-tunnel flow
experiments which followed. The purpose of these room temperature
measurements was *to validate the single photoelectron counting
system for Raman scattering diagnostics and to check the Raman
theory used in the temperature and number density determinations.

The SPEC system and the limits of the 1-0 principle were
checked by making N, Raman Q-branch peak intensity measurements
in room air at various pressures from 1 to 7 atmospherec. The
results of these measurements, made under laboratory conditions,
are shown in Fig. 15. Note that the measured Raman intensity
varied linearly with pressure at constant temperature. This
linear variation, which is the basis for number density
determination, indicated that the SPEC system operated properly.
Also, the linear variation of count rate with pressure, shown
in Fig. 15, persisted even up to half the laser repetition rate
-f 100 pulses/sec. Hence, the 1-0 principle is valid up to the
arbitrary limit set at 50% cf the laser pulse rate. Beyor<? this
1 mit, nonlinear e¢ffects of multiple photoelectric events per
laser pulse would have becc. .z apparent.

Also, Raman spectral intensity measurements at ambient
cond®tions in the AFFDL RENT Facility were compared with
calculated Kaman profiles. This comparison w<s made to determine
the room temperature count rate and to ascertain which features
of the Raman theorv should be included for the pa .cicular
experimental setup of the arc-tunnel test. 7The N, Raman
intensity data were obtained by selecting wavelengths within
the region of interest and allowing sufficient time for a steady
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state signal to be obtained. Observed fluctuation of the signal
was attributed to photon statistics, and the values plotted in
Fig. 16 are time aversges of the count rate at a particular
wavelength value. Alorg with the scan data, intensity values
were obtained at particular wavelength values dictated by the

mechanical stops on the spectrometer wavelength adjustment
mechanism.

The comparison of relative intensity profile experimental
data with that obtained through theoretical computations is
also shown in Fig. 16. Note that, for the broad spectrometer
apparatus function used in the present experiments, the
0- and S-branch satellite transitions muet be included along
with the Q-branch transitions to obtain close correspondence

between theory and experiment. This is especially true nrear the
wings of the profile.

The peak intensity value of Ng = 14, used to normalize the
above spectral data, was one-half that expected from photo-
electron count calculations found in Section IV.2.g. This
discrepancy could have been caused by the cumulative effects
of experimental erroys in m2asuring the various parameters.
Also, it was discovered after completicn of the tests that the
receiver mirror was slightly bent in its mount so that the solid
angle Q@ was less than estimated. In general, the measured count
rate was lower than desirable. This resulted in several
experimental difficulties noted below.

Photon statistics imply that 5

Ny = Np ¢ (24)

N
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where Np and NT are the measured and true count rates, respectively.
Hence, the signal-to-noise ratio in photon counting application
is written as

S/N =

= \Ny (25)

= ‘Bz

B

and the error introduced by the statistical nature of the
photoelectric efrect is given by

Vi
N

. 00
SN Y

Equations (25) and (26) show that larger count rates imply

KL R S

4 Error = 100 (267

R R A E e A

greater accuracy. For Ng = 14 counts/sec an integration

time (i.e., counting period) of 2 seconds is necessary to obtain
20% data accuracy while 7 seconds is required for 10% accuracy
in the Raman intensity measurement. Therefore, low count rates
must be compensated through longer measurement times. This
implies that only time averaged measurements, taken over the
total time required to gather sufficient data, for reasonable
accuracy, can be obtained at low count rates. In the present
case, the measured count rate was tco low to allow use of the
long wavelength blocking filter.

L LA L R T  B BV A

R

2.  ARC-TUNNEL SPECTROSCOPIC MEASUREMENTS

Some of the difficulties with making spectroscopic
measurements in arc-heated flows are discussed 1ia Section II.
Of those mentioned, background flow emission and incident laser
beam absorption proved to be the major problems. Electrostatic,
ragnetic and acoustic noise was eliminated by various shielding
methods. Double shielded cables and a mu-metal PMT shield
proved most effective in overcoming tke electrostatic and
magnetic noise. Enclosing the spectrometer in a plywood box
lined with acoustical insulation eliminated the acoustic

Ly




vibration procblem. Also, short tunnel-run-time problems were
circumvented by using the rapid wavelength selection method,
involving the rotary-drive mechanical stop system. Hence,
adequate time was available to obtain the basic spectroscopic
data.

The magnitude of the flow radiation problé— wa: of primary
concern during the arc-tunnel tests. However, since identificaticn
of the radiation source alsoc was important, several spectral scans
in the region from 3500-3800 A were made to identify this source.
Results of these scans are shown in Fig. 17. It should be noted
that the zcount rates in Ffig. 17 are not actual, but rathein,
effective values. That is, the true background count has been
reduced by a factor of 10% by the pulsed laser-gated photon
counting system. It is this effective background count rate
which will tend to mask the predicted Raman signal of
approximately 15 counts per second. During run No. 35-004 and
No. 35-00€, indicated in Fig. 17, the Corning No. C57-51 high
lambda blocking filter was employed in conjunction with the
permanent DDDP laser line blocking filter. The spectrometer
was continuously scanned through the Raman region of the spectrum.
Note that the flow radiation was strongest at the lower
wavelengths, This suggests that the radiation is due to the
broadened wings of the nearby copper resonant doublet at 32u8 K
and 3274 Z. The double filtered scans also show that background
radiation interference for C, vibrational Raman scattering near
3558 R is approximately three times more serious than for Nj
scattering near 3658 Z. The No. C57-51 filter was later removed
due to the low Raman count rate restrictions mentioned earlier.
Further spectral scans were then obtained without the high
lambda blocking filter during run No. 38-017. The unfiltered
secan during this run exhibpited no waveleng”h dependence. This
was possibly due tc scattered light inside the spectrometer from
previously blocked flow radiation at wavelengths greater than
3800 Z which was not detected by the PMT. Hence, absence of
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the No. C57-51 filter wursened the background radiation problem
in the N, kaman spectral region. The radia.ion at these higher
wavelengths could be due to any or all of the sources mentioned
in Section III.2.

Also plotted in Fig. 17 are effective background radiatiou
count rates at various wavelength locations obtained during
several other arc-tunnel runs. These data points show that the
amount of background radiation in the N, Raman region does not
correlate with gas pressure, as can be seen from the wide
variation in effective count rate for constant stagnation
pressure, Hence, the dominant radiation is probably not due to
NO chemilumirescence or NO band cpectra. Either gas radiation
from copper electrode vapor in the stagnation section (i.e.,
flash light effect) or copper line radiation itself is apparently
the deminant source. Since the double filtered spectral scans
do exhilit the behavior noted absove, copper line radiation is
probably the dominant radiator in this high pressure-high
enthalpy arc tunnel flow. This observation agrees with rapid
scan data taken in the RENT Facility by Lawrence.?? In addition,
physical examination of the test models after a particular tes%t
showed more copper particle pitting of the nose tips for the
high flow radiation runrc. In fact, runs No. 38-005 and No. 38-017
were unsuitable for testing models due to this pitting problem.
Hence, the effective flow copper vapor radiation was less
than 8 counte per second for usable tunnel runs. This gives a
predicted signal-to-background ratio of at least 2 to 1.

Some of the incident laser beam energy and the scattered
Raman radiation was absorbed by the flow. The magnitude of
this effect can be seen from the absorption measurement results
shown in Fig. 18. Note that at worst the measured beam
attenuation was 13%. This was for the unusabls run due to
copper pitting of test models. For the usable runs the
absorption was less than 7%. Also, Fig. 18 shows that the
attenuation waes directly prorortional to the measured copper
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vapor radiation. Hence, the absorption is most likely due to
the presence of the copper electrode material in the test gas.
The stagnation pressures were constant for the run data plotted
in Fig. 18, so molecular NO, or H,O0 absorption was negligible
since the amount absorbed does not notably depend on the
concentration of these species. Again, the physical evidence of
copper pitting of the models during run No. 38-005 leads one *o
suspect that copper vapor was indeed the absorber.

3. RAMAN SCATTERING MEASUREMENTS IN ARC-HEATED FLOW

After sufficient static and flow background data were
obtained, a Raman seattering measurement was attempted under
arc-tunnel flow conditions. Pre-run calibrations were made
of the relative incident laser beam intensity and the Raman
signal from nitrogen in the room air. These calibrations, which
were obtainec~ within 30 seconds of the tunnel run, were made to
assure that the elzctronic instrument delays were properly
adjusted and to obtain a calibration point for use in the
determination of the flow N number density and the laser beam
absorption.

A tracing of the raw data obtained prior to, and during,
a typical arc-tunnel run (run No. 38-006) is shown in Fig. 189.
The laser power output and rate meter signal were simultaneously
recorded versus time. Note that some data on laser beam
attenuation, flow background radiation and nitrogen Raman
scattering were obtained before the test models were injected
into the flcw and some obtained after the models were retracted.

The pre-run laser power, vnich is labeled in Fig. 19, was
obtained by recording the gated integrator output with the laser
alternately on and off. . obtain the Raman calibration, the
output of the rate meter wes recorded with the laser on and the
spectrometer set at A = 3662.5 2. This setting was near the
peak intensity wavelength for room temperature N, Raman
scattering of 3658 Z. The recorded count rate is labeled
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PRERUN (:) in Fig. 19. Also, the count rate was recorded at
wavelength A3 = 3719.5 A, which was outside the Raman region
and therefore represented the effective zero point for the
Raman calibration. Hence,r .

Raman N, Calibration - couats
Count Rate = PRERUN (:) <:> 11 sec (27)

Note that the PRERUN (:) signal is approximately 6 counts/sec
greater than the zero Raman which was obtained with the laser
off and the rcom lights turned off. Thus, some noise can be
attributed to the laser pulse generator and/or the high intensity
flood lights which were used in photographing the test models.
To determine the amount of noise from each background source, a
remotely cperated shutter, which blocked all light from entering
the spectrcmeter slit, was actuated while the laser was on. The
count rate dropped to the value labeled SHUTTER CLSD in Fig. 18.
Hence, )

Flood Light

counts
Noise = PRERUN @ - SHUTTER CLOSED = 2,5 ——— (28)

sec

Thus, 2.5 of the 6 noise counts/sec were attributed to the
flood lights. The remaining noise counts were due to the elec~
tronic noise generated whzn the laser high voltage pulse
gererator discharged energy into the laser cavity through the
exposed coaxial cables. Since this noise source is nearly
coincident to and is syncnronized with the Raman signal, it is
difficult to avoid. (The newer models of the Avco nitrogen
pulsed laser have enclosed cables between tne pulse genevator
and the cavity which should significantly reduce this noise
level.)

After completion of the prerun calibration, the spectro-
meter was reset to A = A;. The arc-tunnel was started and
approximately 30 seconds later was "on condition.® The plotter,

after being resetr to zeroc time, was then started, and after
8 seconds the wavelength position was changed to A, = 3643.5 A
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(i.e., (:) - (:) as labeled on the plot in Fig. 19). Again,
after 8 seconds had elapsed, the spectrometer wavelength was

set to A3 (i.e., changed from (2) - (:)). At approximately

the same time as the change to position (:), the first of 5§ test
models was injected into the flow. The models physically biccked
the laser beam for brief periods, as can be seen by the sudden
changes in the laser power monitor output. After the last test
model was out of the flow and the laser power indicator was

back to a steady value, 8 seconds were again allotted for
measurement of the count rate at wavelength position <§> shown
in the plot. Using Eq (27),

RUN RAMAN = RUN (1) - RUN B = 3.5 % (29)

The laser was then turned off while the tunnel continued to run
for approximately 8 seconds longer. The count rate dropped due
to the removal of the laser induced noise mentioned above. The
tunnel run was then terminated, and the count rate dropped

again to the 2.5 counts/sec level associated with the model
photograrhy floocd lights. The difference between the laser-off/
tunnel-on count rate and the flood light background count rate
was due to the flow background emission. Hence, the flow
radiation contributed approximately 7 counts/sec to the ratemeter
signal. Note that the laser beam output was approximately 10%
less during the »un than the value recorded in the prerun power
measurement. Also. the beam attenuation was constant during the
recording of output at wavelengths X; and A, so & correction for
laser output drift was not necessary.

Tc infer the number density and vibrational temperature
of molecular nitrogen from the above raw arc-tunnel data,
further theoretical computations of the Raman intensities
at A} and X, were required, using the actual apparatus function
shown in Fig. 12. The results of these calculations for various
temperatures are shown in Fig. 20. It is noted that thermodynamic
equilibrium {(i.e., Ty = TR = T) was assumed to exist among

he
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the vibrational, rotational and translational energy modes for
these calculations and only Q-branch Raman transitions were used
to generate the computer plots shown. Calculations which
included 0- and S-branch transitions also were made, and the
results of several ratios of N, Raman intensities at A; end A,
are shown in Fig. 21 for the Q-branch alone and for the Q-, O-
and S-branch cases. It was found that the savellite transitions
must be included in this calculation in order to obtai.. accurate
temperature determination below 2500°K and in order to make
proper number density corrections for temperatures above 7:0°K.
However, the addition of the 0- and S-branch transitions mav not
be required for other experimental corditions (i.e., narrower
apparatus functions and different A;~A, combinations). Each
specific case must be checked to determine if the AJ = 12
transitions may be neglected.

The plots in Flg. 20 show that the Raman intensity IA
labeled (:) at 3643.5 A, is quite sensitive to v1brat10na1
temperature above 1000°K. Further, the intensity IAl is much
less sensitive to temperature change. ience, this IAZ/IA
ratio, which is shown in Fig. 21, can be used tc determine the
vibrational iemperature of the gas independently of number
density. Also, the IA (T)’*A (300) ratio for constant number
density can be used to correct for temperature effects on the
arc tunnel number density determination.

From the data in Fig. 19:
le = 28 counts/8 seconds 2.6 ccnnts

Iy = 4.1 counts/8 saconds *1 count

—2 = 0.15 %0.05

Hence, the vibrztional temperature determined from Fig. 21
was less than 600°K for the arc-tunnel tests. It could not be
determined more closely than this due to the data scatter
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caused by poor photon statistics at low count rates and the
irgensitivity of this particular measurement at low temperatures.

Svbstituting the number density data from Fig. 19 into
€q (16), where

1(56£2.5)p = 28 £2.6 counts/8 geconds
1(3662.5)300 = 88 4.7 counts/8 seconds
fgpaNp * 1.86 x 10123

2ives
5.9 x 1018cm™3 2152

nnz

Fig. 21 shows that a temperature correction for the above value
is unnecessary at the low measured temperature. However, a
correction must be made for the laser beam absorption. The
magnitude of the correction is approximately (1-aj/2)2,

where a4y = 0.10 from data in Fig. 18. Thus,

oy, = 6.5 x 1018 cm=3 152

Hence, the arc-tunnel Raman results are:

TABLE II
Quantity Calculation Raman Measurement
Tuy, 3570°K <600°K
N, 2.7 x 1019 0.65 x 1019 +15%

The comparison of theory with experiment shown in Table II above
indicates that the measured temperature was much lower than
expected from equilibrium calculations performed by the Flight
Dynamics Laboratery. Also, the number density was cne fourth
the theoretical value.

A plausible explanation of the poor comparison of thecry with
experiment may be thav the actual measured values were spatial
averages of a large portiocn of the radial profile rather than
pvirt measurements of centerline values, as assumed in the
theoretical calculations. This point is illustrated in Fig. 22,
which shows the determination of the spatial resolution of the
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optical system. The data were obtained by moving a Pen-Ray lamp
across the l.l-inch diameter RENT nozzle exit and recording the
PMT output with the spectrometer set at the 3650.2 K Hg wave-
length position. Note that radiation from radial distances as
much as an inch from the centerline was gathered by the optics.
Further, the scattering volume observed was located 0.45"
downstream of the nozzle exit, as shown by the slit image and
nczzle exit scale drawing in Fig. 22. Hence, Raman scattered
photons from the cooler regions outside the test rhombus also
were being collected and analyzed by the measurement system.
Therefore, the temperature inferred from these measurements
could be considerably less than a centerline value.

The above explanation does not, however, apply to the
-~umber density discrepencies since this parameter should be
nearly constant across the jet for the particular run conditions
of the present tests. Perhaps mechanical vibration , with could
cause misalignment of the receiver optics and the incident beam
path, was responsible for the lower measured signal. Of course,
vibration would not affect the temperature measurements since
only relative intensities are required. Finally, the above
measurements were made with the facility operating in the peaked
enthalpy profile mode discussed above. This condition further
compounded the spatial resolution problem since only a small
region in the center of the flow may have possessed the
theoretically expected conditicns., Measurements should also
have been made for a flat enthalpy profile case. Unfortunately,
no flat profile runs were scheduled during the time of the Raman
measurements.

4, CONSIDERATION OF EXPERIMENTAL IMPROVEMENTS

Improvements of the present experimental setup, which could
not be performed due to time limitations, center around
approaches toward increasing the Raman count rate. Once the
signal is increased, other favorable modifications also can be
made.
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In Table I, the number of incident photons/sec actually
corresponds to only 14 milliwatts of average laser power at
100 pulses/sec in the proper plane of pclarization. This low
figure arises from the fact that the measured total laser
power was only 75 milliwatts instead of the rated value of 100.
Also, double reflection from the uncoated focusing system optics
resulted in only a 40% overall reflectivity. An off-the-shelf
Avco C-5000 500-Milliwatt Pulsed Nitrogen Laser is availablie at
the present time. This new laser coupled with anti-
reflective coatings of the focusing mirror system could deliver
about 20) milliwatts of power at 500 pulses/sec in the proper
plane of polarvization. This represents a factor of 14 gain in
Raman signal while increasing the background count rate by a
factor of only 5. Another advantage of this new laser is the
higher maximum repetition rate of 500 pulses/sec. This means
that about 250 counts/sec could be measured without violating
the 1-0 principle, instead of only 50 using the present C-102
model laser. Hence, similar statistical accuracy would be
obtained in 1/5 the time using the 500 pps laser. Also, the new
Avco C-5000 model laser has improved shielding properties and
the laser discharge noise source would be minimized. Finally,
it appears likely that polarization of the laser beam, together
with proper design of the optical system to account for
polarization effects, could lead to a Raman signal gain.

To further increase the Raman count rate by increasing
the solid angle and optical efficiency would increase also the
background radiation by an =squal amount. However, once the
signal is increased, measures could be taken to reduce
selectively the background contribution to a greater degree than
the Raman signal is attenuated. An f/12 opticai system, which
is within the physical constraints of the RENT Facility test
chamber, utilizing lenses and mirrors, could be employed.
Anti-reflection coatinzs on this system could increase the total
collection efficiency at least fivefold. Also, the present
spectrometer efficiency was only about 10%, based on a
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conservative estimate. Hence, correcting this problem could
increase the overall optical efficiency gain factor to about 10.
The estimated overall gain in Raman signal from all the above

improvements is 140 while the background signal increased only
by a factor of 50. Tollowing these changes aimed at increasing

the signal strength, further modifications could be mades to

improve other performance aspects of the experiment.

E g The resolution of the optical system could be decreased by
3 1 an order of magnitude to 0.1" (i.e., £ = 2.5mm); this would
2 decrease the Raman signal and the flow radiation by similar

5 § amounts. Furthermore, since the Raman scattered radiation is

3 nearly plane polarized, a Glan-Thompson prism could be used to
halve the background radiation while reducing the Raman signal
by only approximately 10%. Also, a high lambda blocking filter
could now be used to reduce further the background radiation
effects by perhaps another factor of 3 while attenuating the
Raman signal again by about 10%.

The above improvement, if realized, would result in the
following approximate count rates based on results obtained in
this study:

Room temperature N, Raman = 150 counts/sec

Arc-tunnel Raman = 50 counts/sec

Arc-tunnel Background <5 counts/sec

A\ AR,
AR R

i
b T b f

Perhaps the removal of vibration effects (i.e., by more rigid
and perhaps common mounts) would increase the Raman to

background ratio even further and should be tried.

;; 1 With the above count rates, data gathering would be

: greatly accelerated over the present rate. In the approximately
24 seconds of availablie run time, twelve spectral intensities

= could be obtained to within, at least, a 10% accuracy. This
b increased data gathering capability then would allow a stepper

E b motor to be used on the spectrometer wavelength drive to provide

a capability of rapid scan and stop at specific wavelengths

T e T
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within the Raman rotation-vibration spectrum. At least 10 data
points of intensity versus wavelength could be gathered in the

same testing time, which would enable quite accurate determination
of tunnel flow properties.
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SECTION VI
CONCLUSIONZ

The experiments described in this report demonstrate that
it is feasible to make Raman scattering measurements in high
pressure, high enthalpy, arc-tunnel flows. The results also
suggest that .easurements in low pressure facilities are
possible. Hence, the experimental measurement of chemical and
thermodynamic properties of the major molecular constituents in
arc-heated flows, some of which were previously unattainable by
direct means, should roi be possible. This flow calibration
method could also be used ‘o evaluate the degree to which arc-
faciiities simulate free-flight conditions.

Theoretical calculations and Raman measurements at room
conditions showed that, for broad apparatus functions and a
judicious choice of wavelengths, a two channel data acquisition
system could be employed to obtain independent measurements of
molecular vibrational temperature and number density. Further,
calculations revealed that under certain experimental conditions,
0- and S-branch trancitions must be included aleng with Q-branch
transitions for accurate temperature and number density
determinatior. These conditions occur (1) during the use of
broad apparatus functions, and (2) while measurements are being
made at wavelengths near the wings of the rotation-vibration
spectrum,

Experimental measurements revealed that deleterious effects
of acoustic and electromagnetic noise were present and could be
overcome by isolating the measurement system from the arc-
tunnel noise sourr-3. Laser beam attenuation, which was shown
in this experiment to be due to copper particles in the flow
and copper vapor absocrytion, was a minor problem but was not
negligible for some *tunnel runs. The major and continuous
experimental problem was foui.d to be flow bacsiground radiation
which tended to mask the Raman signal. For the particuiar
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facility employed in this study, copper line radiation was
identifizd as the dominant radiation source. The adverse
effects of the above background noise were, l.owever, adequately
reduced by the Single-Photnelectron-Counting (SPEC) technique
used in the data acquisition system.

Comparison of measurements of the vibratiocnal temperature
of nitrogen at the nozzle exit with equilibrium flow theory
showed that the radially averaged temperature data cbtained in
this experiment could not be compared with a theory that
predicts centerline values. Also, the discrepancies between
theoretical and experimental number densitv noted in this study
pointed out a need toc study mechanical vibraticn effects on the
instrumentation. Therefure. further measurements with an
improved point measurement system must be obtained before
qualitative comparison of theory and experiment can be made.
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Figure 1. Energy Level Diagram Including Several Possible
Raman Transitions and Corresponding Spectra.
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